Advanced techniques and modalities in delivering radiotherapy improved the ability of delivering higher tumor doses while minimizing dose to the critical organs. The aim of this work is to determine experimentally the out-of-field doses associated with these modern radiotherapy techniques for the actual clinical case of prostate carcinoma and intercompare it with the treatment planning system (TPS) calculations. Three prostate treatment plans of the intensity-modulated radiation therapy (IMRT), Rapid Arc, and the Three-Dimensional Conformal Radiotherapy (3D-CRT) techniques were delivered to an anthropomorphic phantom using 6 MV photons beams produced from a UNIQUE linear accelerator. The out-of-field surface doses at various distances from the isocenter and peripheral doses to organs at risk (OARs) were measured using the thermoluminescent detectors (TLD-700) then compared with the calculated doses from the used commercial Eclipse TPS version 11. The two implemented algorithms in the Eclipse TPS (analytical anisotropic algorithm, AAA and the Acuros XB algorithm, AXB) underestimated the surface out-of-field doses by a maximum average deviation of 49% till the distance of 15 cm from the isocenter reported to the 3D-CRT technique. IMRT and RA techniques were more precise than 3D-CRT in tumor coverage and sparing of OARs but resulted in larger peripheral photon doses. RA technique has the advantage of less treatment time than IMRT technique and also produces less peripheral photon doses because it uses fewer monitor units. Our results show that although AXB algorithm is significantly faster in dose calculations than AAA algorithm especially in modern techniques, but it is less accurate in estimating the out-of-field doses.
Introduction
Prostate cancer is the second most common cancer [1] and lethal tumor in men [2] , however, it is a curable disease when it is diagnosed and treated in early stages. External beam radiotherapy (EBRT), is one option from the most common treatment options. EBRT includes the Three-Dimensional Conformal Radiotherapy (3D-CRT), the advanced techniques of the Intensity modulated Radiotherapy (IMRT) and Rapid Arc (RA) are used. These modern techniques increased the ability of delivering higher doses to the tumor while minimizing the dose to the adjacent organs at risk (OARs). Anna Kowalik et al [3] compared 3D-CRT, IMRT, and tomotherapy in assessing doses to OARs resulting from photon beam irradiation and scattered neutrons. They found that all OARs outside the therapeutic field are wellspread for tomotherapy while IMRT accomplished better sparing in only the bladder than 3D-CRT. The high doses of radiation delivered by these techniques may lead to long-term adverse effects and primarily second cancers as a consequence of the significantly larger out-of-field doses [4] [5] [6] [7] [8] . The patient receives the dose outside of the primary radiation field (out-of-field doses) due to secondary scattered radiation from the accelerator head, treatment room (the floor, walls, ceiling), the 68 patient's own body, and/or leakage through the collimator [9, 10] . Radiation leakage around the gantry comes from the electron beam guide and the head of the linear accelerator, so it could vary depending on the used type of linear accelerator (linac) even for the same manufacturer [11, 12] . Treatment Planning Systems (TPSs) could not model these out-of-field doses at large distances from the field edge till now and its accuracy of dose estimation beyond a few centimeters outside the treatment field edge is usually poor [10, 13] . Howell et al [13] found that the used Eclipse TPS underestimated out-of-field doses by an average of 40% for a treatment plan of historic mantle field. The aim of the present work is to determine the peripheral photon doses resulting from prostate radiotherapy employing the 3D-CRT technique and to compare the results with the other two modern techniques of IMRT and RA, experimentally and theoretically. A realistic anthropomorphic RANDO phantom was used for the clinical treatments which is delivered on a UNIQUE linac (Varian Medical Systems Inc., UK) with 6 MV photon beams. The treatment plans of the three different techniques were created in a commercially TPS, Eclipse version 11.0 (Varian Medical Systems, Inc., UK), with a prescription dose of one-shot [14] of 17.8 Gy to the isocenter of the field which is biologically equivalent dose of 76 Gy/38 fractions calculated with the linear quadratic model [15, 16] . Two algorithms were implemented in the Eclipse TPS, the Anisotropic Analytical Algorithm (AAA) and a new commercially available Acuros XB advanced dose calculation algorithm (AXB). The accuracy of the two used algorithms were evaluated and compared in estimating these peripheral photon doses.
Material and Methods

Dose calculation algorithms
The Eclipse TPS was supporting the AAA and AXB algorithms. AAA algorithm is a 3D-pencil beam convolution-superposition with two components, the configuration algorithm and the dose calculation algorithm. It uses pre-computed Monte Carlo simulated beam data and scatter kernels K to calculate the absorbed dose in a medium. The configuration algorithm assesses the physical parameters of the beam (fluence and energy spectra), and their scattering properties in water-equivalent medium. The primary photons, scattered photons and electrons from the beam limiting devices are modeled separately [17] . The dose calculation algorithm determines the heterogeneity of the medium to provide a consistent estimation of dose distribution in the plans [18] This heterogeneity is managed by scaling of primary photons and photon scatter kernel scaling in lateral directions according to local electron density [17, 19, 20] . The AXB algorithm was recently implemented in the Eclipse TPS and was developed to produce faster and more accurate dose distribution in external photon beam treatment planning. The AXB solves numerically the Linear Boltzmann Transport Equation which describes the macroscopic behavior of radiation particles as they travel through and interact with matter [21] . It calculates the dose in the medium based on energy deposition in a way similar to Monte Carlo especially in modeling of dose deposition in heterogeneous media. It is also insensitive to the number of calculated fields and consequently suitable for treatment planning of IMRT and RA techniques [22, 23] . Aydin Cakir [24] investigated the dose-related effect of dose calculation grid size (CGS) for both AAA and AXB algorithms and they found afterward that AXB algorithm provided more stable results than the AAA algorithm in different intensity body regions.
Treatment planning
Anthropomorphic Alderson Rando phantom (Radiology Support Devices Inc., CA, USA) of 175 cm tall and 73.5 Kg weight was used. The whole Rando phantom Fig. (1) was Computer Tomography (CT)-scanned, and 3 treatment plans simulating the prostate cancer using the 3 different techniques of IMRT, Rapid Arc, and 3-D CRT were generated from the Eclipse TPS (from Varian Medical Systems Inc., UK) version 11.0. The treatment plans were calculated by the two implemented commercially AAA [18] and the AXB [23] algorithms with a grid size of 2.5 mm. The IMRT plan used 9 equi-spaced co-planar fields with angles starting from 180 o around the patient with machine dose rate of 300 cGy/min. The RA plan used 2 full arcs with posterior avoidance sector of 30 o to 40 o in the rectal region, with a collimator angle 30 o and dose rate of 600 cGy/min. The constraints used in optimization are fixed for both IMRT and RA. For conformal planning, 5 co-planner fields are used and positioned in fan shape (anterior, 2 lateral wedged fields, and 2 anterior oblique fields with weight of 0.6, 1, and 0.7 respectively) Fig. (2) .
Phantom irradiation
The RANDO phantom consists of 34 slices each of 2.5 cm thickness. Each slice has holes for accommodating the Thermoluminescent Detectors (TLDs); the TLD detectors are 4.5 mm x 0.9 mm disks of TLD-700 (LiF; Mg, Ti) crystals (Harshaw Chemical Company, Solon, OH). For each measurement point, three TLD chips were implanted into the predrilled holes in the phantom slabs and on the surface of the phantom (along its main axis) every 5 cm increment till 60 cm away from the isocenter, yielding three readings which were averaged to obtain the TLD-measured dose for every measurement point. The phantom was delineated as a prostate case. PTV (planning target volume) is defined as the prostate and seminal vesicles with a 0.5 cm posterior margin and 1 cm margin in the other directions. Risk structures (OARs organs) such as bladder wall, rectal wall was also delineated. The phantom was irradiated on the linear accelerator Unique (Varian Medical Systems Inc., UK) at the Radiation Therapy Department-Faculty of Medicine, Cairo University, Egypt. The linac has a millennium MLC-120 offering 0.5 cm leaf resolution at isocenter for the central 20 cm of the 40 cm x 40 cm field. It produces photon energy of 6 MV and the dose rate was up to 600 MU/minute. The prescribed photon dose was the same for the three types of therapy, it was a one-shot dose of 17.8 Gy which is biologically equivalent to 76 Gy/38 fractions, calculated with the linear quadratic model. This dose was used to reduce significantly the beam-on time and to avoid linac overheating. The total number of monitor units (Mus) required to deliver this photon dose for IMRT, RA, and 3D-CRT were 6104, 6095, and 2976 respectively.
TLD analysis
TLD dosimeters underwent calibration, read-out and analyzed at the Radiation Therapy Department-Faculty of Medicine, Cairo University, as part of their quality assurance protocol. The dosimeters were calibrated in order to obtain their calibration factors from the same used linac (the UNIQUE) for Rando irradiation. After the irradiation had been delivered, the TLD dosimeters were read after 24 hours using the automatic RADOS RE-2000 TLD reader. Then, the background and individual correction factors were applied for each detector. The TLD system uncertainty of dose calculation was 3.25%.
Results
Table (1) shows the measured (by TL-700) out-offield scattered doses as a relative percentage for the prescribed dose (17.8 Gy) at the isocenter of the field for the three delivered planning techniques (IMRT, RA, and 3D-CRT) in treating prostate carcinoma by 6 MV photon beams. Figure (3) shows the measured out-of-field surface doses for the three techniques in 5 cm increments away from the central axis of the field (field size of approximately 10 × 10 cm 2 ) till 60 cm. The measured out-of-field dose distribution for the three techniques show the same exponential behavior. Differences between the three measured techniques were similarly small especially at different distances except at the field edge (distance of 5 cm), where the 3D-CRT technique shows a higher value than both of IMRT and RA techniques. The IMRT out-of-field dose profile shows higher scattered peripheral doses for almost all our measurement points. Figures (4, 5 and 6) show plots of the measured and calculated (by AAA and AXB algorithms implemented in the Eclipse TPS) out-of-field doses for the delivered treatment techniques of IMRT, RA and 3D-CRT respectively. The Two algorithms underestimated the peripheral scattered doses till a distance of 19 cm. But they did not follow the exponential falloff behavior of the measured out-of-field doses, and become more erratic especially after a distance of 15 cm. At 15 cm distance the AAA algorithm was more accurate than AXB algorithm and estimated the out-of-field doses by an average of 10% in comparison with the AXB (33%) using the IMRT Technique. The largest average deviation was 49% for the AXB algorithm in comparison with the AAA algorithm (24%) when applying the 3D-CRT technique. At a distance of 19 cm from the isocenter there was a maximum deviation of 99% and 69% for the AAA and AXB algorithms respectively reported for the 3D-CRT technique. For further distances beyond the 19 cm, the TPS results were not possible. The priority of the treatment plan is to apply the maximum dose to the tumor based on constraints 70 of surrounding organs at risk [25] . Table ( 2) shows the measured sparing of adjacent sensitive organs (Bladder and Rectum), and their estimation by the used algorithms for the different techniques as an equivalent dose of mSV per unit photon Gy delivered to the isocenter. Our results of TLD measurements show an advantage of RA technique over IMRT and 3D-CRT techniques for localized prostate cancer in regard to dose sparing of OARs and the least required monitor units (MUs). AAA algorithm estimated doses were in good agreement with the measurements in all of the used modalities by an average of 2.62%, while the AXB estimation results show underestimation by an average of 4.43%. It is noticed that the AAA and AXB algorithms estimations show better results with the 3D-CRT technique than the other two techniques. 
Discussion
Comparisons of out-of-field doses for different treatment planning techniques to prostate carcinoma using the RANDO phantom and TLD-700 (with 6 MV photons) show differences between them in producing these low scattered doses. The results are similar to those of conventional field data from the report of AAPM Task Group 36 [25] , as reported by many authors, confirmed the decrease in dose as distance from the edge of the therapeutic field increases [10, 26, 27, 12] . The 3D-CRT technique shows higher scattered dose compared to the other two techniques at the field edge (5 cm distance), because of the patient scatter which is the main component near the field. The RA and IMRT techniques show higher low peripheral doses than the 3D-CRT technique because of the collimator scatter and head leakage which dominate the picture for 15-30 cm distance from the field edge [28, 29, 30] . The IMRT technique shows the higher scattered dose especially at distances far away from the field edge because of the head leakage scatter component result from the field modulation and increasing more monitor units compared with delivering the same dose from an unmodulated field [31, 32] .
In the present study, the measured out-of-field surface doses were calculated by the Eclipse TPS for the different delivered techniques for the clinical treatment of prostate with the Unique linac. 
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scatter and patient scatter near the field edge and the underestimation of the head leakage at large distances from the treatment field. AAA algorithm was more accurate than the AXB algorithm in estimating the out-of-field doses for all of the used planning techniques because of the different method in dose calculation. The AAA algorithm models extra-focal photon radiation using a finite-size virtual source (the second source) which has a Gaussian intensity distribution. The second source energy fluence is defined at an arbitrary plane and is computed by summing the contributions from each element of the source for each pixel in the destination fluence array (Eclipse AAA manual). Plan dose calculation in Acuros XB calculate the scattered photons and electron fluence once for all fields in the plan. As a result, the relative calculation speed of AXB increases with increasing numbers of fields in the plan. So AXB algorithm is significantly faster in dose calculations than AAA algorithm especially in advanced treatment planning techniques of multiple fields like RA and IMRT, but less accurate. For prostate cancer, the organs at risk are the bladder and the rectum. Minimizing the dose to these organs is a mandatory part of the treatment planning process [24] . Comparing the three planning techniques with respect to their plan quality and treatment efficiency (dose homogeneity within the PTV, and minimized dose to the surrounding normal tissues and critical organs) result in advantage of RA and IMRT techniques over the 3D-CRT technique in regard to dose sparing of OARs. Also, the RA technique has the advantage of less treatment time and the use of fewer MUs than the IMRT technique.
Conclusion
From the present study, some general conclusions can be drawn in the light of the above discussion. First, measuring the out-of-field doses (by TLD-700) produced from different modern modalities in prostate radiotherapy by 6 MV photons of Unique linac, result in an exponential dose distribution curves that decrease with greater distances from the isocenter. IMRT technique shows higher scattered low doses for almost all our measurement points because of the increase number of monitor units and consequently the increase in collimator scatter and head leakage of the machine. Second, using the Eclipse TPS and its implemented AAA and AXB algorithms in estimating these out-offield doses, show an underestimation of different values for the three techniques with a maximum average estimation of 49% for the 3D-CRT technique calculated by the AXB algorithm. Far from the isocenter, the TPS errors of calculation approaches 100%. Third, although IMRT technique produces the higher out-of-field doses but it has an efficient plan quality and the ability to minimize dose to critical normal structures. The RA technique has also an efficient plan quality and dose sparing to OARs with the advantage of using fewer Mus than IMRT technique and less treatment time. 3D-CRT technique shows good target coverage and the lowest out of-field scattered doses, but resulted in higher doses to OARs. Eclipse TPS generated treatment plans for the three techniques were in good agreement with the measurements especially the 3D-CRT technique. The AXB algorithm is significantly faster in dose calculation than the AAA algorithm especially in advanced treatment planning techniques of multiple fields like RA and IMRT but less accurate especially in estimating out-of-field doses.
